INTRODUCTION
The literature search during the compilation by Lucius, et al (1989) revealed little published information about contact angles. The purpose of this paper is to make available the measured contact angles of water, mercury, and 20 organic liquids on substrates of quartz, calcite, biotite, and Ca-montmorillonite.
A small drop of liquid placed on a uniform, perfectly flat, solid surface, will not always spread completely over this surface, but the edge of the drop may make an angle 6 with the solid. Different liquids can exhibit different characteristic contact angles on the same surface. A single liquid can exhibit different characteristic contact angles on different material surfaces. These characteristic contact angles can be used to rank the ability of a liquid to wet, or cover, a substrate and to calculate the capillary pressure.
Capillary pressure is responsible for a liquid's tendency to disperse through a porous medium due to interfacial forces. In a porous medium initially filled with air, the capillary pressure, pc in pascals, can be calculated using the equation 2 aaj cos 6 Pc = R Where aaj is the air/liquid surface tension in newtons/meter, 6 is the contact angle in degrees, and R is the capillary tube radius in meters (Bear and Verruijt, 1987) . R is an easy value to determine for a capillary tube, but its evaluation for geologic media is complex and beyond the scope of this paper Three types of contact angle are reported in this paper: sessile, advancing, and receding. For the sessile drop, the contact angle is for a stable non-moving drop on the substrate. For a drop which is expanding, the moving leading edge exhibits the advancing contact angle: 0 a; for a drop which is contracting, the moving trailing edge exhibits the receding contact angle: 0 r. The difference between the magnitude of the advancing and receding contact angles is the hysteresis and describes the higher capillary pressure that may be observed when a medium is drained rather than filled. Figure 1 shows two different types of sessile contact angles: 6 less than 90° (left) is a substrate wettable by the liquid, and 6 greater than 90° (right) is a substrate not wettable by the liquid. The smaller a liquid's contact angle on a material, the greater is that liquid's ability to wet that material, and thus, the preferential wettability of one liquid over another on a given material may be ranked. The product of surface tension and the cosine of the contact angle may also be used to rank materials as it is proportional to capillary pressure. Figure 1 . A schematic representation of sessile drops on a smooth, flat surface. The contact angle, 0, is measured through the liquid to a line tangent to the edge of the drop making contact with the substrate. 
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DESCRIPTION OF MINERAL SUBSTRATES
QUARTZ: The quartz crystals used in this series of measurements are from Pasto Bueno, Peru. They were subhedral crystals of the form of a prism truncated with a pyramid. The samples used for measurement purposes were pieces from the midst of the crystal, sawn perpendicular to the C-crystallographic axis. These surfaces were then lapped smooth with a diamond faced lapping wheel. One surface per sample was polished with ever decreasing grit sizes. The smallest grit used had a size of 0.3 microns.
CALCITE: The calcite crystals used in this series of measurements are from Mexico, but no exact location was available from the vendor. They are cleavage rhombs. One surface per rhomb was smoothed and polished as described in the section on quartz.
BIOTITE: The biotite samples were obtained from a pegmatite near Buffalo, Colorado. Fresh cleavage surfaces were used in this study. The biotite was split along parting planes {001}, to create the surfaces used. The surfaces were lightly polished with 0.3 micron grit to remove splinters which interfered with observation.
Ca-MONTMORILLONITE: The Ca-montmorillonite was obtained from the Clay Minerals Society Source Clay Minerals Repository and has the designation of STx-1. It is from Gonzales County, Texas, USA (Van Olphen and Fripiat, 1979) . The clay was formed into a disk approximately 0.5 cm thick and 5.08 cm in diameter. The disk was prepared by placing 18.0 grams of dry clay into a cylinder stopped at one end by a polished, flat steel anvil and slowly compressed with a close fitting steel piston, with a polished, flat face. The compression process lasted one hour at room temperature (19°C to 21°C) and achieved a pressure of twelve metric tons.
EQUIPMENT
The measurement apparatus used was a Rame-Hart model 100-00 Goniometer, a model 100-10 micro-syringe attachment, and a Gilmont model S-1100 and S-1100A 2.0ml microsyringe.
CALIBRATION
The calibration sequence for the goniometer consisted of leveling the optical bench and specimen stage in accordance with the instruction manual (Rame-Hart, 1975) , using a 24 inch and a 6 inch spirit level. The specimen platform was aligned to the optical axis of the magnifying optics by adjusting the specimen platform such that the edge of a flat glass slide laid flat upon the platform remained in the plane of the optic axis when it was placed in the front, back, right, or left edge of the specimen platform.
CLEANING PROCEDURE
The standard cleaning procedure depended on whether the liquid under investigation was water soluble or not. If the liquid was water soluble then the crystals were washed in a detergent solution of distilled water and International Products brand "Micro" laboratory cleaner. The surfaces were rubbed gently with a detergent saturated cotton swab. Biotite was not swabbed as cotton fibers would remain on the surface and interfere with measurements. The crystals were then rinsed with distilled water, placed on a paper towel to absorb the excess water, and air dried. If the liquid under investigation was not water soluble, then the crystal was first washed in ethanol to remove the majority of the liquid before being subjected to the above procedure. Thus the liquid and ethanol would be washed from the crystal's surface. Nitrobenzene and chloroform left residues that were not removed by standard washing techniques. In these cases, the quartz and calcite crystals were re-polished and new biotite specimens were cleaved and used. The Ca-montmorillonite disks were not cleaned as they were used for measurements with one liquid and discarded.
EXPERIMENTAL PROCEDURE
The goniometer was leveled at the beginning of the experimental procedure. It was checked twice during the course of measurements and no changes were observed.
One crystal each of calcite, quartz, and biotite sample had their mid-infrared spectra measured before each of the various liquids were applied. The surfaces of the various crystals were visually (xl) inspected prior to the application of any liquid. Any stain or contamination detected warranted a complete cleaning of the crystal. In the event that standard cleaning procedures were ineffective, the surface was re-polished.
The quartz and calcite crystals had their bases mounted in modelling clay. They were then placed in a hand press that made the upper and lower surfaces parallel to within 1° (R. Reynolds, oral communication, 1990) . In this way, the upper surface of investigation was parallel to the specimen platform. Flat pieces of split biotite and the clay disks were placed directly on the specimen platform.
The specimens were placed on the specimen platform and aligned. The syringe needle tip was brought to within approximately 7 mm of the crystal surface and individual drops were dispensed onto the crystal surface. These were the sessile drops. The static leading edge contact angle was observed and noted. The crystal was rotated to present a fresh surface for the next contact angle observation. Ten observations were normally taken on two crystals of each type. One clay disk was used per liquid.
Bringing the syringe needle tip to within 1 or 2 mm of the surface, so that the drop of liquid enveloped the tip was the instrument position used for observing advancing and receding contact angles: 0 a and 0 r respectively (Figure 2) . The volume of the drop was increased using the micro-syringe and the angle at which the leading edge moved was observed and noted: 0 a. Reducing the drop's volume caused the trailing edge to recede. This contact angle was observed and noted: 0 T. The contact angle, by convention, is measured through the liquid (Good, 1979) .
The advancing and receding contact angles for mercury could not be measured with the equipment available. However, since the hysteresis of liquid mercury is very low (Good, 1979) advancing and receding angles can be approximated by the sessile drop data.
Acetone evaporated so quickly from the surface of quartz that reliable advancing and receding angles could not be measured. Figure 2 . A schematic representation of a drop enveloping the dispensing needle. The advancing and receding contact angles are measured by increasing or decreasing the drop volume until the leading edge of the drop moves. A tangent drawn to the leading edge of an expanding drop measures 0a, and to the trailing edge of a shrinking drop measures 0r.
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DATA MANIPULATION
The data for each liquid on each substrate had its highest and lowest value deleted. The mean and standard deviation of the remaining values were calculated.
CONTACT ANGLE MEASUREMENTS
In Tables 1, 2 , and 3 on the following pages, the mean contact angle is reported plus or minus one standard deviation. Two crystals for each liquid and substrate were often measured and the results for each crystal are reported.
CONCLUSIONS AND RECOMMENDATIONS
The mean advancing and receding contact angle measurements for a fluid on different crystals of the same substrate are repeatable usually within two degrees. Of the substrates used in this study, Ca-montmorillonite disks are the most easily wetted by a variety of liquids. This may be a function of the compressive force used in their fabrication. Camontmorillonite does absorb and react, by swelling, with several of the liquids tested. The widest range of contact angles is exhibited on a calcite substrate: from 0° to 66°, exclusive of mercury. This indicates that the ability of a liquid to move, by interfacial forces, through a calcite rich or cemented medium is very dependant on the liquid involved. The range of contact angles for liquids on biotite and quartz are intermediate between Camontmorillonite and calcite. There is a very rough correlation between contact angle on quartz, calcite, and biotite and surface tension of the liquids: the higher the surface tension generally the higher the contact angle. The exception is water. It ranges from having the highest contact angle, after mercury, on quartz and Ca-montmorillonite, and eighth lowest on biotite. Its behavior, in relation to other liquids, is the most strongly dependent on the substrate.
Methanol is the most wetting of the liquids tested. It completely wets quartz, calcite, and biotite, and reacts with Ca-montmorillonite. Aniline is overall the least wetting organic liquid tested on quartz, calcite, and biotite.
It does, however, totally wet Camontmorillonite. Mercury is the least wetting liquid studied on all substrates.
Even in relatively dry conditions, there exists a surface layer of water on mineral grains capable of conducting electrical charge. If the majority of mineral grains in a zone of relatively dry rock or soil are wetted by a non-conducting liquid, its presence may be detectable by electrical resistivity methods due to the displacement of water from the grain surfaces, and consequent resistivity increase.
Four mineral substrates and twenty-two liquids were tested in this study of contact angles in air. The wettability of the liquids on the substrates may be ranked either by advancing or receding angle on different substrates. A relative ranking of capillary pressures may also be calculated using the surface tensions and cosine of the contact angles. Other mineral substrates and liquids can be tested. Of particular interest are feldspar, clay, and other mineral substrates and other hazardous liquids. To complete the contact angle data set for Lucius, et al (1989) , 32 more liquids need to be studied. Of these, 12 are extremely hazardous and will require elaborate personnel protection measures.
The situation where hazardous liquids are interacting interfacially with minerals in a dry environment has been partially addressed by this paper. The analogous situation in a water saturated environment has not. This needs to be studied to understand the interfacial processes occurring below the water table and what geophysical techniques can be employed to detect these hazardous liquids using this knowledge. [1] The liquid caused the clay to quickly swell and the contact angle could not be accurately measured. 1] The liquid caused the clay to quickly swell and the contact angle could not be accurately measured.
[2] Rapid evaporation at the drop's edge prevented accurate angle measurement. 
